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Standardised measurements of sound attenuation of hearing protectors are performed in the frequency
range from 125 Hz to 8 kHz. However, noise present at many workplaces contains significant components
at higher audible frequency. Therefore, the knowledge about noise attenuation with earmuffs in the audible
frequency range above 8 kHz is also necessary for proper hearing protection. The aim of this study was to
obtain values of the noise attenuation with 27 commonly-used earmuffs models in the 1/3 octave bands of
10, 12.5 and 16 kHz. The measurements were conducted with a real ear at threshold (REAT) method with
participation of subjects. The study showed that attenuation of earmuffs ranged from 24.7 to 42.8 dB,
depending on model of earmuffs and frequency band. Furthermore, the measurements were performed
with the use of acoustic test fixture which is designed especially for testing hearing protectors. Results
obtained with the use of acoustic test fixture indicated that this measurement method can lead to values
close to attenuation measured with participation of subjects. On the other hand, values obtained with
the use of acoustic test fixture may differ average up to 14 dB from REAT method.
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1. Introduction

Noise in the audible frequency range above 8 kHz
is generated for instance in places where high-speed
cutting machines are operated (non-ferrous metalwork-
ing), while using hand tools such as angle grinders
or testing jet aircraft engines, and also where com-
pressed air valves are used (Smagowska, 2013). Such
noise can cause dizziness, headaches, loss of balance,
nausea, and tinnitus. It can also cause fatigue and ir-
ritability (Smagowska, Pawlaczyk-Łuszczyńska,
2013).
In many cases with noise in the high audible fre-

quency range, there are no other means of protecting
hearing than hearing protectors (earmuffs or earplugs).
The role of hearing protectors was also acknowledged
in the case of impulse noise (Młyński et al., 2014) or
noise produced during shotblasting (Żera, Młyński,
2004). For the normally considered frequency range,
i.e. from 125 Hz to 8 kHz, hearing protectors are se-
lected on the basis of results of measurements of noise
parameters in a workplace, using data on sound atten-
uation given in the user manual supplied with a hear-
ing protector (EN 458:2016). Sound attenuation mea-
surements are taken by determining the difference be-

tween the hearing thresholds with the occluded ear
and with the open ear. This subjective method for
determining the attenuation of hearing protectors is
known as a REAT method (Real Ear At Threshold)
(EN 24869-1:1992). Properties of hearing protectors
can be also examined using the MIRE method (Mi-
crophone In Real Ear) where a miniature microphone
inserted into a person’s ear is used (EN ISO 11904-
1:2002). Moreover, noise reduction provided by hear-
ing protectors can also be assessed by using devices
reflecting a person’s head, referred to as acoustic test
fixtures. The use of acoustic test fixtures leads to an
objective method resulting in insertion loss values be-
ing obtained (EN ISO 4869-3:2007, Lenzuni et al.,
2012).
However, where exposure to noise with audible fre-

quencies above 8 kHz needs to be considered, there are
no systematic figures on the basis of which it can be
concluded that a specific hearing protector adequately
protects the hearing of an employee. Only very few
studies reveal information about testing the attenua-
tion efficiency of hearing protectors for noise in the au-
dible frequency range above 8 kHz. One of the relevant
studies includes tests which are limited only to a few
selected models of hearing protectors of which hear-
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ing properties are determined by an objective method
(Crabtree, Behar, 2000). The results presented in
another study do not give any figures for the reduc-
tion of ultrasonic noise provided by hearing protec-
tors (Pawlaczyk-Łuszczyńska et al., 2013). How-
ever, they indicate that following eight-hour exposure
to noise generated by ultrasonic welders, no temporary
deterioration of hearing was reported. Moreover, the
used hearing protectors provided effective protection
against this noise.
The results of this study complement what is

known about acoustic properties of the commonly used
earmuffs in the audible frequency range above 8 kHz
(for the 10, 12.5 and 16 kHz frequency bands). Ob-
tained data allows to ensure that the hearing protec-
tion against that noise will lead to a reduction in the
sound pressure level to values safe for the hearing of
an employee.

Table 1. Results of the sound attenuation measurements of earmuffs
in the audible frequency range above 8 kHz.

Earmuffs 1/3 octave-band center frequency

Manufacturer Model
10 kHz 12.5 kHz 16 kHz

Sound attenuation [dB]
Mean ± standard deviation

3M Peltor

H510A 31.1±4.0 34.8±4.2 39.7±3.3

H520A 30.3±4.2 34.0±5.1 42.6±3.9

H540A 30.2±4.2 35.2±4.3 40.9±2.9

X1A 28.6±2.4 34.1±4.6 40.2±3.7

X2A 31.0±4.0 34.0±4.8 39.0±5.0

X3A 30.3±4.1 35.2±4.4 40.4±4.4

X4A 33.1±1.9 36.7±4.7 42.8±3.4

X5A 32.0±2.9 35.5±4.5 42.2±2.7

H520P3 32.0±3.1 36.4±4.9 41.9±5.1

Howard Leight

Leightning L1 26.9±2.7 30.2±4.2 34.6±2.4

Leightning L2 25.3±3.9 29.9±5.3 36.2±3.0

Leightning L3 27.0±3.7 30.9±4.3 35.4±4.6

Viking V1 24.7±3.2 29.3±4.7 33.9±3.1

Viking V3 26.1±4.3 29.2±5.1 34.3±2.7

Thunder T3 30.3±4.6 32.5±6.6 39.1±4.2

Leightning L1H 26.4±3.4 30.3±5.1 35.0±3.8

MSA
XLS 31.3±3.6 35.6±6.0 40.9±4.0

EXC 31.6±2.8 34.8±5.1 41.4±3.7

HPE 32.1±2.3 34.8±4.9 41.0±3.3

Hellberg

Secure 1H 25.7±2.1 29.3±4.1 34.0±5.2

Secure 2H 25.1±4.3 27.5±4.7 34.0±5.9

Secure 3H 27.7±4.4 30.1±5.7 35.3±6.7

Secure 2C 25.0±3.2 29.5±3.4 36.3±3.6

JSP

Classic gp 27.5±3.1 31.5±5.3 39.0±4.4

Economuff 25.0±4.7 27.7±4.5 39.2±2.2

J Muff 25.2±3.2 25.9±3.9 33.7±4.4

Monaco 30.2±3.2 34.1±5.4 38.7±5.3

2. Materials and methods

2.1. Earmuffs

Tests were carried out on 27 models of the com-
monly used earmuffs from five manufacturers: 3M Pel-
tor, Howard Leight, MSA, Hellberg, and JSP. Twenty-
four models of earmuffs were available in a version with
a head band, whereas three other models were attached
to an industrial safety helmet (3M Peltor G3000 So-
laris). A list of all tested earmuffs is presented in Ta-
ble 1 that allows to identify earmuffs for selection pur-
poses.

2.2. REAT method

Measurements of sound attenuation in 1/3 octave
bands in the audible frequency range above 8 kHz were
carried out using the REAT method, normally applied
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in the frequency range of up to 8 kHz. A pink noise fil-
tered in 1/3 octave bands with the centre frequencies
of 10, 12.5, and 16 kHz was used as a test signal. The
test signal was generated using the Norsonic NOR838
system controlled by a PC, a test signal shaping set
(Yamaha YDG 2030 graphic equalizer, JBL DSC 260
limiter, Crown Macro-tech 2400 power amplifier), and
three JBL SR4722A loudspeaker sets (located around
a person every 120◦). Due to the measurements of the
hearing threshold, the tests were carried out in a room
providing a low background noise level. Ten subjects
were selected for the tests. The criterion for selection
of a subject was the condition that the person could
hear the test signal and correctly respond to this signal
in 1/3 octave bands with the centre frequencies of 10,
12.5, and 16 kHz. Each subject had to respond to both
the quietest and loudest test signals. The tests carried
out with participants consisted in measuring the hear-
ing thresholds of each subject in two situations, i.e.
with the occluded ear (the loudest test signals) and
with the open ear (the quietest test signals). The final
test result was the sound attenuation value obtained
(the difference between the results achieved in both
of the above-mentioned situations). A photograph of
a person during the measurement of the threshold of
hearing is presented in Fig. 1.

Fig. 1. Subject in the measurement of sound attenuation
provided by earmuffs: 1 – one of the three loudspeaker sets,
2 – response button for the test subject, 3 – tested earmuffs.

2.3. Acoustic test fixture

Usually acoustic test fixtures are used to control
product quality. Moreover, the acoustic test fixtures
are used to replace the participation of subjects in test-
ing acoustic properties of hearing protectors. One of
the advantages of using acoustic test fixtures is possi-
bility to get results faster than using the REATmethod
(with subjects). The most advanced device for this pur-
pose is G.R.A.S. 45CB acoustic test fixture complies
with standard ANSI/ASA S12.42-2010. This acoustic
test fixture is close, with a high level of accuracy, to

the sound attenuation values measured with subjects
in the frequency range of up to 8 kHz (Berger et al.,
2012). This test fixture, due to the solutions applied, is
not a device intended only to control product quality
but it is also a specialized device for testing acoustic
properties of hearing protectors. These solutions are
representation of anatomical shapes of the head and
ear, presence of ear simulators shaping the test fixture
frequency characteristics similar to the ones observed
in humans and presence of the heating system used for
heating up to a temperature of 37◦.
The purpose of the tests carried out in this work

was to assess the suitability of the use of acoustic test
fixture to achieve an approximation of the results ob-
tained by the REAT method for the frequencies: 10,
12.5, and 16 kHz.
The tests carried out using the acoustic test fix-

ture covered the same 1/3 octave bands with the cen-
tre frequencies: 10, 12.5, and 16 kHz, as in the case of
the measurements taken using the REAT method. The
equipment making the test signals was identical to the
equipment used during the measurements made using
the REAT method (measurements of sound attenua-
tion with subjects). Unlike the subjective method, the
objective method was based on the measurements of
the sound pressure level (linear frequency weighting)
with two G.R.A.S. 40BP microphones (left and right
ear) of the G.R.A.S. 45CB acoustic test fixture. The
measurements of the sound pressure level were carried
out in two situations: when the test fixture was not
provided with earmuffs and when the test fixture was
provided with earmuffs. The final test result was the
“insertion loss”, i.e. the difference between the results
achieved in these two above-mentioned situations. In
this situation, when the result is the difference between
two identical situations except the presence of hearing
protector on the acoustic test fixture, the frequency re-
sponses of used microphones were not critical. Never-
theless, it should be noted that the frequency response

Fig. 2. Acoustic test fixture used in the measurement of
the insertion loss of the earmuffs: 1 – one of the three loud-
speaker sets, 2 – acoustic test fixture, 3 – tested earmuffs,
4 – heating module display indicating the temperature.
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of G.R.A.S. 40BP microphone is flat (± 1 dB) up to
25 kHz. The test of each earmuff was repeated 3 times;
therefore, the final result was achieved on the basis
of 6 measurements (3 measurements per each earmuff
cup).
The presented tests were carried out using the mea-

surement unit of the Brüel & Kjær PULSE system and
the G.R.A.S. 12AA module, powering the microphones
and amplifying the measurement signal, in the data ac-
quisition line.
The photograph presenting the acoustic test fix-

ture during the sound pressure level measurement un-
der one of the earmuffs is featured in Fig. 2.

3. Results

3.1. Sound attenuation

The test results for the sound attenuation deter-
mined with the participation of 10 subjects, in the
audible frequency range above 8 kHz, in the case of
27 earmuffs, are included in Table 1. In the case of each
tested earmuffs the mean value and standard deviation
of sound attenuation were calculated. The given values
of standard deviation reflect the discrepancies among
subjects.
When analyzing the data included in Table 1, it can

be noticed that the mean values of the measured atten-
uation fall within the range from 24.7 to 33.1 dB for the
10 kHz frequency band, from 25.9 to 36.7 dB for the
12.5 kHz frequency band, and from 33.7 to 42.8 dB for
the 16 kHz frequency band. The highest attenuation
values were observed in the case of the 3M Peltor X4A
earmuffs in each of the three analysed frequency bands.
The lowest sound attenuation values were measured for
the Howard Leight Viking V1 earmuffs in the case of
the 10 kHz band, and for the JSP J Muff earmuffs in
the case of the 12.5 and 16 kHz bands. The standard
deviation of the measured sound attenuation was val-
ues within the range from 1.9 to 6.7 dB. These values
are similar to the values obtained in sound attenuation
measurements conducted for typical frequency range
(up to 8 kHz).
The obtained sound attenuation data in the case

of 27 tested earmuffs were compared with the values
of the catalogue H parameter of these earmuffs. The
H parameter is one of the four single value param-
eters (H , M , L and SNR) use to describe the at-
tenuation of earmuffs (in the range from 125 Hz to
8 kHz) and they are included in the information for
the user (EN ISO 4869-2:1995). These parameters are
calculated based on eight reference noise spectra (with
different sound pressure levels in particular frequency
bands) and the individual sound attenuation values of
the hearing protector. The H , M and L parameters
represent attenuation respectively in a high, medium
and low frequency range. The SNR is single number

rating including equally all frequency bands. The H
parameter, despite the fact that it refers to frequen-
cies not higher than 8 kHz, characterises the hearing
protectors in the range closest to the range of the com-
pleted tests, from mentioned parameters. Therefore,
the H parameter was taken into account in further
presentation of the results.
Diagrams of the measured sound attenuation as

a function of the H parameter of the earmuffs are
presented in Fig. 3 (10 kHz frequency band), Fig. 4
(12.5 kHz frequency band), and Fig. 5 (16 kHz fre-
quency band). In the above-mentioned figures, the data
are broken down by particular earmuff manufacturers.
On the basis of the data included in Figs. 3–5, it

can be stated that the sound attenuation in the audible
frequency range above 8 kHz has increasingly high val-
ues with increasing frequency. The highest values were
observed for the earmuffs manufactured by 3M Peltor
and MSA. When comparing the results for the earmuffs
manufactured by 3M Peltor and Howard Leight having

Fig. 3. The mean value of sound attenuation in the 1/3 oc-
tave bands with the 10 kHz centre frequency as a function
of the catalogue H parameters (determined in the range
of up to 8 kHz) for the earmuffs broken down by manu-
facturers. Trend lines indicated within earmuffs of a given

manufacturer are drawn with solid lines.

Fig. 4. The mean value of sound attenuation in the 1/3 oc-
tave bands with the 12.5 kHz centre frequency as a function
of the catalogue H parameters (determined in the range
of up to 8 kHz) for the earmuffs broken down by manu-
facturers. Trend lines indicated within earmuffs of a given

manufacturer are drawn with solid lines.
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Fig. 5. The mean value of sound attenuation in the 1/3 oc-
tave bands with the 16 kHz centre frequency as a function
of the catalogue H parameters (determined in the range
of up to 8 kHz) for the earmuffs broken down by manu-
facturers. Trend lines indicated within earmuffs of a given

manufacturer are drawn with solid lines.

similar H parameter values, it can be noticed that the
sound attenuation for the 3M Peltor earmuffs is signif-
icantly higher (by approximately 5–8 dB) values than
for the Howard Leight earmuffs. The same also applies
when comparing the results for the earmuffs manu-
factured by 3M Peltor and Hellberg (approximately
5–6 dB higher attenuation than for the 3M Peltor ear-
muffs). The difference between the sound attenuation
values of the earmuffs of a given manufacturer can be
not higher than 0.8 dB (for the MSA earmuffs), and on
the other hand, it can be as high as 8.2 dB (the JSP
earmuffs).
The presented results show that increasing H pa-

rameter (determined for the standard frequency bands
up to 8 kHz) does not always lead to increased sound
attenuation value of particular earmuff models in the
frequency bands above 8 kHz. However, the sound at-
tenuation trend as a function of the H parameter value
grows in the majority of analysed cases. The MSA ear-
muffs (10 kHz frequency band) and the Hellberg ear-
muffs (10 and 12.5 kHz frequency bands), for which the
trend line slope coefficient is negative, are an exception
to this rule.

3.2. Insertion loss

Figure 6 presents the difference between the results
of the insertion loss measured using the acoustic test
fixture and the sound attenuation measured using the
REAT method with subjects, in the audible frequency
range above 8 kHz, in the case of 27 earmuffs included
in the tests.
The results presented in Fig. 6 show that the inser-

tion loss values measured using the acoustic test fixture
are close to the results obtained with subjects in a re-
stricted manner. In the case of the 10 kHz frequency
band, for each of 27 earmuffs considered in the tests,
the results obtained using the test fixture are never

Fig. 6. The difference between the insertion loss measured
using the acoustic test fixture and the sound attenuation
measured with subjects, in the case of 27 earmuffs; (×) –
individual data, dots (•) – average values of differences.

lower than the results obtained with subjects. In one
situation, there was no difference between the sound
attenuation and the insertion loss, and for the other
26 earmuffs, there was a case of attenuation overes-
timation by the test fixture. The highest attenuation
overestimation amounted to 12.9 dB and, on average,
it amounted to 6.3 dB. In the case of the 12.5 kHz fre-
quency band, the test fixture overestimates and under-
estimates the attenuation measured with subjects. The
highest underestimation was 5.9 dB, whereas the high-
est overestimation was 7 dB. The average discrepancy
was 0.4 dB. However, in the case of the 16 kHz fre-
quency band, the opposite situation than in the case
of the 10 kHz frequency band occurs, i.e. the inser-
tion loss measured using the test fixture for each of
the 27 earmuffs was lower than the sound attenuation
measured with subjects. The discrepancy was between
6.4 dB and 22 dB. The average attenuation underesti-
mation by the test fixture was 14 dB. As it mentioned
earlier, G.R.A.S. 45CB acoustic test fixture is close,
with a high level of accuracy, to the sound attenuation
values measured with subjects in the frequency range
of up to 8 kHz (Berger et al., 2012). In this study,
in the considered frequency range above 8 kHz, higher
discrepancies between the results measured by the test
fixture and with subjects were found. A possible cause
of greater discrepancies is that the design of the test
fixture and the materials used for its design do not rep-
resent, with sufficient accuracy, the physical features of
persons in the frequency range above 8 kHz.

4. Summary

The results of the presented tests provided data
on the noise reduction offered by the commonly used
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27 models of earmuffs, in the audible frequency range
above 8 kHz, which have not been achievable until now.
The data complement what is known about the acous-
tic properties of the commonly used earmuffs. Such
data can allow to correct selection of hearing protectors
according to the noise generated in the workplace. The
selection will ensure that the used earmuffs will reduce
the sound pressure level (for the centre frequencies in
the range from 10 kHz to 16 kHz) to below the values
hazardous to the hearing.
The results of the carried out tests indicated signif-

icant differentiation of the sound attenuation values in
the audible frequency range above 8 kHz between par-
ticular earmuffs. From among the commonly used 27
models of earmuffs, the attenuation values measured
for them change within the range from 24.7 dB for the
10 kHz band to 42.8 dB for the 16 kHz band.
The tests indicated that there is no uniform rela-

tion between the sound attenuation in the audible fre-
quency range above 8 kHz and the catalogueH param-
eter of earmuffs. Therefore, it is not possible to predict
in a straightforward way the noise attenuation in the
frequency range above 8 kHz, e.g. using the sound at-
tenuation data for the normally considered frequency
range (up to 8 kHz). The data characterising the at-
tenuation of earmuffs for the frequencies of 10 kHz,
12.5 kHz, and 16 kHz should be therefore measured.
The results of the carried out tests indicate that us-

ing the acoustic test fixture to characterise the proper-
ties of earmuffs beyond the standard frequency range
(in the audible frequency range above 8 kHz) means
limited accuracy when determining the noise attenu-
ation. Using the acoustic test fixture can lead both
to the values close to the sound attenuation measured
with subjects, as well as cause overestimation (on av-
erage, by 6.3 dB) or underestimation (on average, by
14 dB) of this attenuation.
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